[Clinical assessment of a monitor "MedStorm" (Norway) of galvanic skin response correlates with preoperative stress].
Clinical trials were performed by Russian anesthesiologists of pain monitor based on measuring galvanic skin response (skin conductance). 5 pations were studied the monitor showed lower sensitivity to assess the level of analgesia during combined anesthesia which allows to not recommend it for use in clinical practice.